
pose a modified equation, whereby dropping the constant 20
and taking the reciprocal yields,

Snellen Acuity = 10-[(55
-
X)/50], (1)

where X is the number of letters read correctly from the
chart. This yields Snellen acuity directly in its decimal
form, which may be more useful for certain statistical
analyses.

Equation 1 is approximately, but not exactly, equivalent
to the related equation,

Snellen Acuity = 2-[(55
-

X)/15], (2)
which can be substituted with minimal error. This alterna¬
tive formula relates the base 2 to the exponential denomi¬
nator 15, also echoing the chart design wherein the visual
angle doubles every 15 letters (3 lines). Equation 2 likewise
yields Snellen acuity in decimal form.

When using equation 1, for example, if all Bailey-Lovie
letters (X = 70) are correctly identified, the Snellen
acuity = 10-(-°3» = 2.00 = 20/10. For X = 55, Snellen
acuity = 10° = 1 = 20/20; X = 58, 1.15 = 20/17; and X = 40,
0.50 = 20/40. By way of comparison, if equation 2 is used
substituting X = 40, then Snellen acuity = 2_1 = V2 = 20/
40, affirming the interchangeability (within tolerances) of
the two equations.

Equations 1 and 2 are, indeed, merely special cases of a

general expression. There exists a family of exponential
equations, described by the expression,

Snellen Acuity =  - (55- »/50 "«wi, (3)
where a is any positive real number, except 1. For example,
substituting a = 100 and X = 70 yields the Snellen
acuity = 100-(-°15) = 2.00 = 20/10. However, for ease of cal¬
culation, equation 1 remains the most convenient.

Jeffrey W. Kalenak, MD
Cleveland, Ohio
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Magnetic Resonance Imaging and Retinal Tacks

To the Editor.\p=m-\Asmagnetic resonance imaging (MRI) has
become an increasingly useful and necessary adjunct to pa-
tient care, the potential problem of scanning patients with
intraocular metal has been noted.1 The possible presence of
minute quantities of ferromagnetic materials in retinal
tacks, in view of the strength of the magnetic field produced,
has led to concern. A general policy has been to exclude pa-
tients with retinal tacks from MRI scanning.

One previous report, testing two types of retinal tacks,
suggests that MRI may be safe.2 We know of at least seven
varieties of tacks available at the Bascom Palmer Eye In-
stitute, Miami, Fla, and have included them in a study ex-

posing them to two magnetic sources: an electromagnet of
approximately 0.1 T (Mueller Giant Eye Magnet, 115 V, 60
Hz, alternating current, V. Mueller and Co, Chicago, Ill),
and a 1.5-T MRI system (Picker Vista, Cleveland, Ohio).

All seven tacks were initially suspended horizontally in
the middle of hardened commercial Knox gelatin (Knox
Gelatin Ine, Englewood Cliffs, NJ) in standard Petri dishes.
The Petri dishes were placed next to the electromagnet with
a contact distance of 4.5 cm for a duration of 1 minute. The
Petri dishes were then placed within the MRI scanner for
30 minutes. The position of the tacks was documented with
color photography, both before and after each magnetic ex¬

posure.
Six types of tacks were then inserted into the peripheral

retinas of one eye of a New Zealand white rabbit. Each rab¬
bit was placed under xylazine hydrochloride/ketamine hy¬
drochloride 1:1 anesthesia and a pars plana vitrectomy and
lensectomy were performed prior to insertion of the tacks.
The tacks were then viewed weekly. Spontaneous disloca¬
tion or intrusion of several tacks required repositioning.
The rabbits were then exposed to MRI with the 1.5-T sys¬
tem for 30 minutes while under anesthesia. The mean time
between tack insertion and scanning was 32 days, ranging
from 1 to 98 days. The position of all tacks was documented
with color photography and indirect ophthalmoscopy di¬
rectly before and after scanning. The animals were eutha¬
nized after imaging with an intravenous dose of T-61 (Tay¬
lor Pharmaceutical Co, Decatur, 111). All animals were
housed and treated in accord with the Association for Re¬
search in Vision and Ophthalmology's Resolution on the
Care of Experimental Animals.

Of the tacks placed within gelatin, only one showed
movement. This was the Western European tack, which
showed a 90° change of orientation when placed in front of
the electromagnet (Figure). It again showed movement
when MRI was performed. In the rabbit model, only the
Western European tack moved when exposed to maximum
magnetic energy. This tack was partially dislodged from the
retina prior to scanning. However, after scanning it was
found to be completely dislodged from the retina, with a new
orientation. No retinal tear was created by this movement
(Table).

Top, Tacks suspended in gelatin in Petri dish prior to exposure to the
magnetic field. Left to right, Bascom Palmer Eye Institute tack, Coop-
ervision tack, Duke tack, and Western European tack. Bottom, Tacks
suspended in gelatin in Petri dish immediately after application of mag¬
netic field from Mueller Giant Eye Magnet (V. Mueller and Co, Chicago,
III). Note that the Western European tack on the far right has reoriented
itself by 90°.

Composition and Movement of Retinal Tacks in Animal Model
With Magnetic Resonance Imaging Scanning

Type of Tack Composition Movement
Norton staple 90% platinum/10% rhodium No

Ruby Aluminum tetraoxide No
Western European Martensitic stainless steel Yes

Coopervision Titanium alloy No (2 tacks)
Duke No. 303 austenltic

stainless steel
No

Bascom Palmer
Eye Institute

No. 303 austenltic
stainless steel

No (2 tacks)
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The majority of retinal tacks now made are produced
from materials known to have little or no magnetic attrac¬
tion. Still, in light of this knowledge, the radiologie com¬

munity has been uneasy about scanning such patients with
MRI. The report by Kelly et al1 of an occult intraocular iron
foreign body that resulted in vitreous hemorrhage under¬
lines the potential for severe damage that can result from
MRI scans. Other studies have shown that scanning of non-

ferromagnetic materials within the eye is safe. Roberts et
al3 scanned platinum and titanium metallic loops from old-
style intraocular lenses, showing that these do not move in
MRI scanners.

We can assume that the Western European tack we tested
contained a ferromagnetic material that accounted for its
movement in both the commercial gelatin preparation and
the rabbit model. We believe that this tack is manufactured
of a martensitic stainless steel, heat-hardenable metal,
usually selected for the fabrication of surgical blades. When
exposed to a magnetic field in the Mueller magnet and MRI
unit, the position of this tack was affected. However, no in¬
traocular damage occurred due to this movement. While
tack movement might well result in retinal detachment or
hole formation, it does not appear that the force generated
on a tack is enough to cause damage to the orbit or brain.
All the other tacks that we studied did not move within the
eye when subjected to the magnetic fields.

Therefore, it appears that MRI scanning is safe in the

majority of patients who have retinal tacks. Certainly, if
patients or their primary physicians had knowledge of the
type of tack that was inserted, a rational decision could be
made as to the appropriateness of an MRI scan when it ap¬
pears indicated.

Deanna W. Albert, MD
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